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INTRODUCTION
The selection of appropriate materials is crucial in the design and function of any type of phantom. A phantom is a mass of material which is similar to human tissue. It is used to investigate the effect of radiation beams on human beings and also to simulate some form of human organs or tissues such as bone, muscles and kidney. Phantom materials can range from water to complex chemical mixtures that faithfully mimic the human body as it would interact with radiation. A material which can be considered as tissue equivalent, it must have similar radiological properties as that of tissue (soft-tissue, muscle, bone, or fat). These properties include mass density, , relative electron density and effective atomic number, Z eff as well as similar absorption and scattering of radiation [1] . Materials which are rich in carbon, calcium, hydrogen and oxygen were the most considered [2] . As for the image quality evaluation in diagnostic radiology, the ICRU Report 44 (1989) [3] recommends that tissue equivalent materials should have linear attenuation coefficients within 5% of these for a given body tissue over the required photon energy interval. Furthermore, it would be expected that their scattering properties could also be similar to those of human tissues [4] . An ideal tissue equivalent material would have similar properties of that tissue is simulated.
There are several findings which emphasize the characterization of the tissue equivalent materials through their attenuation properties. [5] used a polyenergetic X-ray beams at the energy range 12 to 54 keV to determine the linear attenuation coefficient of several tissue equivalent materials used in CT (water, PMMA). A collimated beam of fluorescent x-rays with energies 9.88-59.32 keV were used to measure the linear attenuation coefficient of six types of human tissues and several tissue-equivalent materials, including water, nylon and polycarbonate [6] . A pulse-height spectroscopic technique was utilised to analyse the linear attenuation coefficients of commercially available composite phantom materials which designed to simulate the attenuation characteristics of breast fat and breast glandular tissue. This technique used a polyenergetic X-ray beams with energies varies from 18 to 100 keV [7] . In this research study [8] , it employed 99m Tc radionuclide source and a nuclear gamma camera as detector to analyse the water equivalence of solid phantoms. In this study [8] , the water and four solid phantoms (RMI457, Plastic Water, RW3, and Perspex) were characterised through their attenuation properties. [9] the linear attenuation coefficient of low atomic polymer materials were measured using fluorescence x-ray of energies 32 to 66 keV and gamma rays of 140 keV which were obtained from an unsealed 99m Tc source. In this work [10] , investigated the suitability of the hydrophilic materials as tissue-equivalent in terms of their attenuation coefficient, which was measured using gamma-ray photons of energy 59.5 keV and x-ray beams of energy 17.44 and 44.23 keV.
In this present study, the simultaneous measurement of the transmitted and scattered energy distribution technique was used to characterise four tissue equivalent materials (Vaseline, white cement, paraffin wax, and cork) through their attenuation properties.
MATERIALS AND METHODOLOGY

Tissue Equivalent Samples
In this project four tissue equivalent materials, brain matter-equivalent material (Vaseline), lung-equivalent material (cork), bone-equivalent material (white cement), and adipose-equivalent material (paraffin wax) were characterised, through their attenuation coefficients (linear and mass attenuation coefficients), and mass density. Table 1 shows the mass density of the tissue-equivalent materials reference values obtained from ICRU Report 44. The tissue equivalent materials sample, were measured inside a cuvette container with volume of 3.5 ml. The dimensions were chosen in order to provide sufficient single scattering events while minimizing the probability of multiple scattering and also reduce the uncertainties on the linear attenuation coefficient measurements [11] .
Experimental Set-up
The experimental geometry in the present study is shown in Figure 1 . The 59.5 keV -rays were emitted from a filtered low-energy photon point source of Am-241. The intensity of the source is 100 mCi. The EDS set-up consisted of an Am-241 with energy peak of 59.54 keV, a Sodium Iodide (NaI) detector, positioned at 0 degree with relation to the incident beam, used for detecting the energy distribution of transmitted beam (with the sample) or the incident beam (without the sample). The NaI detector was coupled to Multichannel Analyser. The monoenergetic beam were collimated to a narrow pencil beam, the sample is placed perpendicularly to the incident beam and the intensity of transmitted and incident beam are measured. The narrow beam is first projected without the sample as the background reading and the initial intensity is recorded. Then, the sample is placed perpendicularly to the incident beam, and attenuated intensity is recorded. The intensities of -rays were measured using a high-resolution NaI detector and the data were collected into the multichannel analyser. Acquisition times approximately 1000 s were used to achieve adequate counting statistics. The net counts without absorber (I o ) and with absorber (I) were obtained at the same experimental conditions. Linear attenuation coefficient (µ) is the fraction of attenuated incident photons per unit thickness of a material. It represents the fraction of photons removed from a monoenergetic beam per unit thickness of material. It is expressed numerically in units of 1/cm. The linear attenuation coefficient of a material can be measured experimentally using the application of Beer-Lambert's law with standard transmission method by adopting narrow beam geometry. As seen in Figure 1 , a parallel beam of monoenergetic photons passing through sample is attenuated due to absorption and scattering. Attenuation due to absorption follows the Beer-Lambert's rule
where 0 is the incident -ray intensity when measured without sample, is -rays intensity transmitted through the sample, and is the sample thickness (cm).
The experimental mass-absorption coefficient ( / ) of elements is given by
where is the material density (g/cm 3 ).
Asian Journal of Applied Sciences (ISSN: 2321 -0893 ) Volume 07 -Issue 04, August 2019 Table 1 shows the results of the mass density of the materials used in this research. It also showed the percentage difference of each material in relation to ICRU's human tissue which are being simulated. The mass density obtained for each material indicated a good concordance with respect to the mass density of those for human tissues which they simulate. The major absolute value of the percentage difference was 20.83% for white cement which is used as substitution of human bone. Even though the density value of white cement is high compared to ICRU, but its density is approximate to the density of compact bone. When compared to the attenuation value, the white cement shows a good agreement with the bone attenuation value which is very crucial when defining the tissue equivalent material. 
Mass Density
Linear Attenuation Coefficient
Linear attenuation coefficient (µ) is the fraction of attenuated incident photons per unit thickness of a material. It represents the fraction of photons removed from a monoenergetic beam per unit thickness of material. It is expressed numerically in units of 1/cm. The linear attenuation coefficient of a material can be measured experimentally using the application of Beer-Lambert's law with standard transmission method by adopting narrow beam geometry. Table 2 shows the experimental linear attenuation coefficient for the tissue-equivalent materials studied in this research together with the theoretical values for human tissues. The percentage difference calculated for equivalent materials used in this study are within 5% which make the materials chosen in this project are ideal tissue equivalent material. Although the mass density of the white cement exhibited a deviation as a human bone substitute, it did present a good agreement in the total linear attenuation coefficient, which is the more indicated quantity for dosimetric comparisons. The linear attenuation coefficient properties obtained in this study, has validated that those tissue equivalent materials can be used to simulate human tissues. Among the commercialized materials studied in this work the best simulator for each tissue, considering the ICRU recommendations [3] , are: cork, Vaseline and white cement for lung, brain matter and bone tissues, respectively. The results obtained for their linear attenuation coefficients showed differences of 5% with respect to the linear attenuation coefficients for biological tissues.
CONCLUSION
Based on the presented results, it can be concluded that a careful analysis in the choice of the most suitable tissue equivalent material is necessary and essential to simulate the attenuation properties of the human tissues, since these properties of commercial tissue equivalent material are very different. In order to characterize tissue equivalent materials, two parameters were used to compare with human tissue: (i) the experimental linear attenuation coefficient; and (ii) the experimental mass density. In this preliminary investigation, the percentage difference obtained for these two parameters were varied from 1% -6%, and 0% -20%, respectively. A more reasonable way for evaluating tissue equivalent materials is the total linear attenuation coefficient. The total linear attenuation coefficients results indicated that the Vaseline, white cement, and cork could be used as tissue equivalent according to the human tissue which they simulate. Therefore, the utilization of these materials for fabricating human phantoms are good and low-cost alternative.
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